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The image quality management of bone mineral density (BMD) is the responsibility and 
duty of radio-technologists who carry out examinations. However, inaccurate conclusions 
due to the lack of understanding and ignorance regarding the methodology of image 
quality management can be a fatal error to patients. The accuracy and precision of BMD 
measurement must be maintained at the highest level so that actual biological changes 
can be detected with even slight changes in BMD. Accuracy and precision should be con- 
tinuously preserved for image quality of machines. Those factors will contribute to ensure 
the reliability of BMD examination. The enforcement of proper quality control of radiolo- 
gists performing BMD inspections which brings about the durability extensions of equip- 
ment and accurate results of calculations will help the assurance of reliable inspections. 

Keywords: Bone density, Densitometry, Dual-energy X-ray absorptiometry, Precision, 
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Dual energy X-ray absorptiometry (DXA),[1] which is considered the most proper 
standard device for diagnosing osteoporosis, is the most commonly used due to 
its high accuracy and precision. In general, this device assesses bone mineral den- 
sity (BMD) by examining the spine and femur. In addition, BMD examination using 
DXA is not a single-time examination, but requires follow-up for assessing BMD 
change or drug efficacy. Although BMD-measuring device requires higher preci- 
sion than other medical devices, however, a further strict precision is required for 
the follow-up of osteoporotic patients as the range of BMD change is very narrow 
in osteoporotic patients.[2] Therefore, for the reproducibility of the examination, 
the quality control (QC) of DXA and precision test of radio-technologists should be 
accurately performed before applying examination results to treatment. 

For the maintenance of the consistency of BMD measurement, the QC of BMD 
measurement is essential. [3-5] Accordingly, the QC of BMD measurement using 
DXA is performed for minimizing the error range of precision and accuracy. For 
this end, error ranges from patient's condition, measuring device, and radio-tech- 
nologist's experience should be minimized via quality control. QC is divided into 
device inspection and the assessment of radio-technologist's expertise. In the QC 
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of device, it is very important to detect whether BMD value 
has been changed because BMD value could be changed 
depending on device condition. Daily QC is adequate for 
inspecting device condition on the same day, but inade- 
quate for assessing the tendency of BMD change. Thus, 
changes in BMD value should be followed-up weekly and 
monthly. For the assessment of radio-technologist's preci- 
sion (reproducibility), it is important to assess if radio-tech- 
nologists conduct the examination or data analysis in a 
consistent manner. In other words, when the examination 
is repeatedly conducted on the same patient, the result 
should be same. Thus, adequate training and experience 
are required by radio-technologists for BMD examination. 
Accordingly, the QC of radio-technologist's precision is re- 
quired, in which standard examination and analysis proto- 
cols are prepared to maintain the consistency of examina- 
tion and data analysis conducted by radio-technologists. 
This paper reviews the methods of QC based on the Inter- 
national Society for Clinical Densitometry (ISCD) recom- 
mendation. 

1.QC of DXA 

The QC of DXA varies depending on the features of each 
device manufactured by different companies. In daily QC 
which is conducted before BMD examination on a daily 
basis, a proper phantom, suitable for each device should 
be used. In addition, mechanical malfunction, radiation 
quality, absorption coefficient and tissue-equivalent mate- 
rials are checked and calibrated. Only when the calibrated 
value is within the normal range, BMD examination can be 
conducted. As it is, however, not easy to detect the abnor- 
mality of BMD measurement, the tendency of the mea- 
sured BMD values should be followed-up for maintaining 
the consistency of accuracy and precision unless malfunc- 
tioning is obviously found. 
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1 ) Selection of proper phantom 

Each phantom, recommended by device manufacturers, 
has its own features. In the case of Hologic, their device it- 
self adjusts radiation quality, absorption coefficient and 
tissue-equivalent materials so that correction is made dur- 
ing the scanning of lumbar phantom for examining the 
tendency of BMD values. On the other hand, in the case of 
GE, their device adjusts radiation quality, absorption coef- 
ficient and tissue-equivalent materials using a block phan- 
tom and follows-up BMD values using a lumbar phantom. 
Therefore, in daily quality control, device-specified phan- 
tom should be used and various ranges of BMD should be 
measured using a general phantom to follow-up the ten- 
dency of the measured BMD values. General phantoms in- 
clude European Spine Phantom (ESP) and Bona Fide Spine 
Phantom (BFP) (Fig. 1). 

2) Management of single device 

After device installation, baseline BMD and intra system 
least significant change (LSC) should be set. According to 
the ISCD recommendation, the mean of BMD values, mea- 
sured at the same location 20 times or measured daily for 
20 days using a general phantom should be set as the base- 
line BMD and the control limit of upper and lower ranges 
should be set as baseline BMD ± 1.5%. Based on the range 
set, a pre-test is conducted daily or twice or more per week 
using a general phantom before actual use. The result of 
the test is presented in Shewhart chart or cumulative sum 
control chart (CUSUM), and assessed according to the cor- 
responding rule in order to detect the shift or drift of BMD 
value.[6] The QC of BMD measuring device should be main- 
tained at the highest condition for detecting delicate 
change and performed after calibration upon the translo- 
cation or installation of the device.[7-13] 




Fig. 1. General phantoms and scan images. (A) The European Spine Phantom (ESP; QRM GmbH Dorfstrasse 4. 91 096, Mdhrendorf, Germany). (B) 
ESP scan image. (C) Bio-imaging bone fide spine phantom (BFP; Bio-Imaging Technologies Inc., Newtown, PA, USA). (D) BFP scan image. 
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3) Cross calibration 

Cross calibration should be performed upon device re- 
placement or the management of two or more devices. In 
the case of the replacement of device manufactured by the 
same company, cross calibration is conducted by a single 
radio-technologist, in which BMD is measured using the ex- 
isting and replaced devices 10 times respectively to obtain 
mean BMD values and the mean BMD values are compared. 
If the mean BMD values are within the normal range, and 
their difference is within 1%, data before replacement can 
be used. However, if the difference is beyond 1%, calibra- 
tion should be performed again to set the difference within 
1%. In the case of the replacement of devices manufactured 
by different companies, if precision test has been conduct- 
ed on the existing device, 30 patients should undergo scan- 
ning once using the existing device and then undergo 
scanning twice using the replaced device within 60 days af- 
ter replacement. That is, those 30 patients undergo scan- 
ning three times, once using the existing device and twice 
using the replaced device. On the other hand, if precision 
test has not been conducted on the existing device, 30 pa- 
tients should undergo scanning twice using the existing 
device and then undergo scanning twice using the replaced 
device within 60 days after replacement. That is, those 30 
patients undergo scanning four times twice using the exist- 
ing device and twice using the replaced device. Lumbar 
and proximal femur, which are commonly examined in clin- 
ical practices, are used as examination sites. Quantitative 
comparison of two devices can be performed by examina- 
tion site via cross calibration. If cross calibration has not 
been conducted, previous scanning information cannot be 
directly compared with new information. In addition, if 
cross calibration has been improperly conducted, quantita- 
tive comparison between previous and new information 
cannot be performed. For the comparison of two devices, a 
calibration formula between the two devices is obtained 
using LSC and via regression analysis and then applied to 
obtain BMD values. Formula derivation is performed using 
a cross-calibration calculation tool provided by the ISCD. 

4) DXA upgrade 

If software replacement is required due to DXA system 
upgrade, reasons for upgrade, change of boundary detect- 
ing algorithm, change of output system and the upgrade 
and characteristics of standard database should be inspect- 



ed. In general, in the case of system upgrade, BMD is not 
affected though T-score and Z-score are affected. Thus, 
mean BMD before and after replacement should be com- 
pared and region of interest (ROI) change should be exam- 
ined to ensure result consistency. 

2. Measuring method and management of 
radio-technologist's precision 

In general, radio-technologist's precision is indepen- 
dently affected by factors including patient's movement, 
foreign materials, physical status, patient's location and 
scan analysis. In relation to significant factors that affect 
the overall precision of DXA, patients and radio-technolo- 
gists are more important than the variability of the device. 
In the use of DXA, which is considered the most precise 
quantitative measurement in clinical practices, a precision 
test is performed. Precision, refers to the degree of obtain- 
ing consistent BMD from the same patient via repeated 
measurement for a short time, is an essential factor to de- 
termine whether the measured value means actual bio- 
logical change or just error. As the variation of precision 
occurs even if the measurement is performed by the same 
person using the same device, re-measurement technique, 
via which variation range is calculated using statistics, is 
essentially required to minimize variation. Hospitals that 
conduct BMD examination should keep their own preci- 
sion data for precision test.[14,15] 

1 ) Assessment of radio-technologist's precision 

Assessment of radio-technologist's precision is per- 
formed after radio-technologists receive training repeated- 
ly, through which radio-technologists conduct patient pos- 
turing, device manipulation and result analysis in a consis- 
tent manner and after they take practices on 100 patients. 
If sufficiently experienced, BMD measurement is performed 
on minimum 30 patients twice for each patient, or on 15 
patients three times for each patient. And then precision 
error is calculated.[14] Patients should get off the device af- 
ter first measurement and undergo second measurement 
after getting on the device again during BMD measurement 
in order to accurately assess measurement error. Short-term 
precision is measured within 2 weeks-one month and mea- 
surement error is obtained from each examination site in- 
cluding the spine and femur. In addition, if two or more ra- 
dio-technologists participate in the measurement, data of 
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Fig. 2. Precision test method. 



precision error should be obtained from individual radio- 
technologists and the precision error of each hospital is de- 
fined as the mean of the data.[14] For the analysis of the 
obtained data, table of precision error calculation, which is 
an excel file, can be downloaded from the ISCD homep- 
age[16] and precision error can be easily calculated by in- 
putting the measured data Figure 2. 

If the calculated value is deviated from the acceptable 
range below, the measurement should be performed again 
after re-training. 

- Lumbar-spine: 1.9% (LSC=5.3%) 
-Total Hip: 1.8% (LSC=5.0%) 

- Femur neck: 2.5% (LSC=6.9%) 

The sum of precision errors of radio-technologists is the 
precision error of the corresponding hospital. Short-term 
precision error, coefficient of variation (CV) is obtained by 
dividing standard deviation by mean and then multiply 
100%.[17] Precision error should be set using subjects 
whose age is similar to that of patients as much as possi- 
ble. The assessment of precision error is performed by re- 
ferring to the ISCD recommendation. If precision error is, 
however, deviated from the acceptable range, it should be 
measured again after re-training. It is important to under- 
stand that precision assessment is a process that is com- 
monly conducted. It should be conducted in accordance 
with radiological regulations and after receiving patient's 
consent. It is unnecessary to repeatedly conduct precision 
assessment unless software and hardware of the system, 



or radio-technologist's skill is changed.[15,17] However, 
precision assessment could be independently conducted 
to determine whether additional training of BMD measure- 
ment is required.[18] 

2) Main factors that affect precision test 

Proper positioning of patient's posture and scan analysis 
are the most important factors in precision assessment. 
Common factors causing the change of lumbar scanning 
include improper posture, acquisition of incomplete imag- 
es of Lumbarl -4, change of spinal level, and improper set- 
ting of lumbar interval. In the scanning of proximal femur, 
factors such as improper rotation, improper positioning of 
legs, change of target size, and improper targeting of fem- 
oral neck cause the change. In addition, it is important to 
compare the interest site of the spine and femur as having 
the same size in scanning analysis. To do so, it is important 
to maintain patient's posture consistently. If rotation and 
location are inconsistent, improper setting of interest site 
or boundary commonly occurs. 

3) Determination of LSC 

If the precision of the interest site of a certain bone has 
been identified, the nest step is to determine whether the 
degree of BMD change reflects biological significance. This 
is called LSC. Confidence interval (CI) should be statistically 
selected in order to determine LSC. Ninety-five percent 
confidence level is ideally used, but 80% confidence level 
is also used in some clinical practices. According to the re- 
cent ISCD recommendation, 95% confidence level is rec- 
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Fig. 3. Calculation of least significant change (LSC) at 95% confi- 
dence level (in case of device error: 1 %, operator error: 1 %). 
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LSC 95 LSC 90 LSC 80 

Fig. 4. Variation of precision error according to confidence level. 



Table 1. Percent coefficient of variation (%CV) according to precision 
by confidence interval 



Confidence 
interval% 






Precision (%CV) 






1 


1.25 


1.5 


1.75 


2 


99 


+ 3.65 


+ 4.56 


+ 5.48 


+ 6.39 


+ 7.30 


95 


+ 2.77 


+ 3.46 


+ 4.16 


+ 4.85 


+ 5.54 


90 


+ 2.33 


+ 2.91 


+ 3.50 


+ 4.08 


+ 4.66 


85 


+ 2.04 


+ 2.55 


+ 3.06 


+ 3.57 


+ 4.08 


80 


+ 1.81 


+ 2.26 


+ 2.72 


+ 3.17 


+ 3.62 



%CV, percent coefficient of variation. 



ommended, in which LSC is calculated by multiplying 2.77 
to precision error (Fig. 3,4).[2,19] 

Table 1 presents %CV that represents BMD changes ac- 
cording to precision by CI after initial and follow-up exami- 
nations. 

CONCLUSION 

Proper QC should be performed to provide reliability to 
BMD examination by conducting the examination based 
on the BMD change and stability of patients. Thus, QC of 
measuring devices and precision test of radio-technolo- 
gists are mandatorily required. In addition, the mainte- 
nance of dedicated working system and the regular opera- 
tion of educational programs are also required for the ac- 
quisition of examination and analysis skills by radio-tech- 



nologists and for the maintenance of expertise. 
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